Collaborative study of the USP dissolution test for prednisone tablets with Apparatus 2.
Five lots of prednisone tablets that disintegrate within 5 min were collaboratively studied by 11 laboratories using USP Apparatus 2 under carefully controlled conditions. One lot gave complete dissolution. The reproducibility and repeatability of Apparatus 2 for the four lots still dissolving at the end of the test were 2.6 and 1.6% of label claim, respectively, for the 11 laboratories.